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Intended Use

ProCheck is designed for personal health data management and monitoring via mobile devices.

It can be used for collecting readings, like Blood Glucose, B-ketone, Cholesterol, Triglycerides, Uric Acid, Hemoglobin, and Lactate from meters
wirelessly by Bluetooth.

Not only logging your daily measurement data, ProCheck also provide analytic function to gather your testing records, and converts them to
visualized graphs and charts.

This application provides organized self-monitoring information to you and your healthcare provider.

Readings can be optionally uploaded securely to cloud system for further applications, like Telehealth or remote patient monitoring.

Home

The latest uploaded blood testing result display on home page.

Parameter Button
e Tap to display most recent data for this parameter.
e Each parameter has its corresponding color.

Parameter Data
e Display most recent data and time for selected parameter.

e Data background color will change bases on the personal target range set from ‘Setting’ — ‘Health
Target'.
Red: above High Target
Yellow: below Low Target

Measurement Button

e Measurement button for use with specific blood monitoring system.

Jan28,2023,5:04PM | Ketone | 4.4  mmollL
Jan 28,2023,6:37PM | Cholesterol | 318 mg/dL
Jan 28,2023, 7:31PM | Triglycerides | 313 mg/dL Parameter Data List
Jan 28,2023, 11:11PM|  UricAcid | HI mg/dL

e Display most recent data for each parameter.
Jan 28, 2023, 5:51 PM\ Hemoglobin \ 213 gldL
Jan 28, 2023, 5:52 PM Lactate 10.3 __mmol/L

Menu Bar
e Tap to switch to ‘Home’, ‘Data’, ‘Analysis’, ‘Setting’, Page.

Rotate the device in clockwise direction to switch page from Hone to Summary page.

Target
e Display target range set in GEN: General
‘Setting’-’'Health Target’ page. AC: I.3efore meal
PC: After meal
HM Button Average

e Display average of glucose values in
specific period for GEN, AC, PC,
respectively.

o QC data will not be included.

e Click to switch to KET/
CHOL/TG/UA/Hb/LAC Summary page.

Health Target
30 Days

BG Button 60 Days

e Click to switch to Glucose ‘ SORZR
Summary page.

180 Days




Data

The Data screen shows your existing test results. You can quickly review every result's information, which is arranged by date from the current date
on top to previous dates while going down to the next test result.

e = é Parameter Bar
JGEUN KET
e Tap to select/unselect display data of this parameter.
e Multiple parameter could be selected at the same time.

mg/dL

Feb 8, 2018

10:59 AM mg/dL

Jan 28, 2023
2:37 PM

mg/dL

mg/dL

Log Book: If you want to edit your log book, tap the value to open edit window. You can also leave any comments if
mgaL & you need. B un-uploaded value # value with note B value without note
| e The latest data are displayed on top.
e Data background color will change bases on the personal target range set from ‘Setting’ — ‘Health Target'.
Red: above High target
moel & Yellow: below Low target

mg/dL

mg/dL

Analysis

ProCheck consolidates data into a chart which shows you some personal stats and the statistics for the last 7 days/14 days/1 month/2 months/3
months. Easily find patterns of your biochemical parameters tests.

Parameter Bar

‘T" B & = 3 4§ F e Tap to select display data of this parameter.
G KET CHOL UA Hb LAC

Date Interval Bar
e Tap to select date period. Period include 7 Day, 14 Day, 1 Month, 2 Month, 3 Month.

Reading distribution High 0.0 %

é Normal 85.7 % .
T High/Normal/Low Percent
Low 14.3

G e Percentage for selected parameter during period
Average Highest Value High - higher than target range
|@ac 122 ma 152  moraL Normal - within target range

I roly oSl Low - lower than target range
MGEN 118

Average Value Display
e Average value for selected parameter during selected period.
e For glucose, Before meal (AC), After meal (PC), Not specified (GEN) data is calculated separately.

Highest and Lowest Value
e Highest and Lowest value for selected parameter during selected period.
e Background color will change

Red: above High Target

Yellow: below Low Target

Graph Button
e Click to display trend graph for selected parameter during selected period.

i EEN B Oucose ®  parameter Information
:: o For glucose, the representative symbol for AC, PC GEN
™ Date interval: Slide the screen left or right to switch the period of date.
9 e X-axis shows the date of measurement.

o0 NS o Y-axis reflects the unit.

18
01123 01124 0125 0126 0127 01128 01129



Setting

Bluetooth Smart Meter

Back Button €| Bluetooth SmartMeter 2 Pairing Guidance

|

¢ Go back to setting root page. e Tap it to open the guidance of pairing.

Paired Bluetooth Meter List
e List of Bluetooth meters finished pairing with App.

Turn on Bluetooth on your device and follow steps below for Bluetooth pairing.

Scan
1. Tap Scan, center the QR code in the camera's viewfinder. Wait for the code to be recognized.
2.  The Pair Success massage will show with device Bluetooth MAC address. Tap ok.
3. The paired meter displays on the list of Current Meters.
4. Tap back button and select Yes to leave pairing page.

5. Data will start being imported from paired meter.
Search
Tap Search, discovered meter will display on the screen, select desired meter and tap Add.
The paired meter displays on the list of Current Meters.

Tap back button and select Yes to leave pairing page.
Data will start being imported from paired meter.

oL bd -~

L2l Export

Parameter and Period
e Choose desired parameter and period to be exported.

=0 ET M aria. 123@gmail.com Email Address
e @ cv @ e Input Email address where the exported data is sent to.

Export Data Format
e Choose export data format
e JPG — screen shot for pages CSV

Export Button
e Click to export data.




TeleHealth Service
Upload the data to your telehealth server, share the report to your doctor or healthcare professional. For details, please contact customer service or place of
purchase for assistance.
Rall TeleHealth Service
Telehealth Service Site

| e Tap to open TeleHealth Service list.
e The default service side is Uright Demo Site. Select Others to key-in desired service site.

Automatic upload toggle
e With the toggle turned on, your test result will automatic uploaded when new data is imported to the APP.

Upload Button
e Click the button to upload data to the selected service site.

Last uploaded at Feb 1, 2023 at 11:57 AM

Profile

€ Profile

Gender
e Select user gender.

Birthday
e Input user birthday.

Height
e Input user height.
e Two units could be selected: Metric or Imperial.

Health Target

Select desired unit by taping unit button, selected button will be colored. Tap the number space to set up target range for each biochemical parameter.

AC ® Before meal pc 1 After meal GEN ff} General

Ll Health Target

cex o [N - EEEN
ketone i [JEXRR wme
Cholesterol High mg/dl. mmoliL

Triglycerides High mgldL
-

Lactate High

0
2
.5




About

=

Demo Mode

Instruction for

smartphone dongle

About

C E Copyright 2023 Taidoc.
All Rights Reserved. v1.6.8 (295)

MedNet EC-REP GmbH
BorkstraBe 10, 48163 Minster, Germany

EC[REP,

B1-7F, No.127, Wugong 2nd Rd.,

I TaiDoc Technology Corporation

Wugu Dist., 24888 New Taipei City, Taiwan

Demo Mode

e Generate demo data
e Exclude demo data when data upload

e Demo data and normal data store in separate database

o Default setting: off

Instruction for Smartphone dongle

e Instruction display when using smart dongle for blood testing.

Symbol Information

Symbol Referent Symbol Referent
d Manufacturer c € CE mark
| Ec [reP] Authorized representative in the European Community Medical device

d TaiDoc Technology Corporation
B1-7F, No.127, Wugong 2nd Rd.,

Wugu Dist., 24888 New Taipei City, Taiwan

www.taidoc.com

MedNet EC-REP GmbH

BorkstraBe 10, 48163 Minster, Germany
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